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2.0 TEST SUMMARY

Referring to the performance criteria and the operating mode during the tests specified in this report, the
equipment complies with the requirements according to the following standards.

TEST STANDARD TEST \ RESULT
21.4 Conducted RF Emissions Pass
21.5 Radiated RF Emissions Pass
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